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Designation: C 1371 -04a 




Standard Test Method for 

Deterrnination of Emittance of Materials Near Room 
Temperature Using Portable Emissometers 1 


This standard is issued under the fixed designation C 1371; the number immediately following the designation indicates the year of 
original adoption or, in the case of revision* the year of last revision. A number in parentheses indicates the year of last reapproval. A 
superscript epsilon (e) indicates an editorial change since the last revision or reapproval. . 


1. Scope 

1.1 This test method covers a technique for determination of 
the emittance of typical materials using a portable differential 
thermopile emissometer. The purpose of the test method is to 
provide a comparative means of quantifying the emittance of 
opaque, highly thermally conductive materials near room 
temperature as a parameter in evaluating temperatures, heat 
flows, and derived thermal resistances of materials. 

1.2 This test method does not supplant Test Method C 835, 
which is an absolute method for determination of total hemi¬ 
spherical emittance, or Test Method E 408, which includes two 
comparative methods for determination of total normal emit¬ 
tance. Because of the unique construction of the portable 
emissometer, it can be calibrated to measure the total hemi¬ 
spherical emittance. This is supported by comparison of 
emissometer measurements with those of Test Method C 835 

d ). 2 

1.3 This standard does not purport to address all of the 
safety concerns, if any, associated with its use. It is the 
responsibility of the user of this standard to establish appro¬ 
priate safety and health practices and determine the applica¬ 
bility of regulatory limitations prior to use. 

2 , Referenced Documents 

2.1 ASTM Standards: 3 

C 168 Terminology Relating to Thermal Insulation 

C 680 Practice for Estimate of the Heat Gain or Loss and 
the Surface Temperatures of Insulated Flat, Cylindrical, 
and Spherical Systems by Use of Computer Programs 

C 835 Test Method for Total Hemispherical Emittance of 
Surfaces up to 1400°C 


1 This test method is under the jurisdiction of ASTM Committee Cl 6 on Thermal 
Insulation and is the direct responsibility of Subcommittee Cl6.30 on Thermal 
Measurement. 

Current edition approved Sept. 1, 2004. Published September 2004. Originally 
approved in 1997. Last previous edition approved in 2004 as C 1371 - 04. 

2 The boldface numbers in parentheses refer to the list of references at the end of 
this standard. 

3 For referenced ASTM standards, visit the ASTM website, www.astm.org, or 
contact ASTM Customer Service at service@astm.org. For Annual Book of ASTM 
Standards volume information, refer to the standard's Document Summary page on 
the ASTM website. 


E 177 Practice for Use of the Terms Precision and Bias in 
ASTM Test Methods 

E 408 Test Methods for Total Normal Emittance of Surfaces 
Using Inspection-Meter Techniques 

E 691 Practice for Conducting an Interlaboratory Study to 
Determine the Precision of a Test Method 

3. Terminology 

3.1 Definitions —For definitions of some terms used in this 
test method, refer to Terminology C 168. 

3.2 Definitions of Terms Specific to This Standard: 

3.2.1 diffuse surface —a surface that emits or reflects equal 
radiation intensity, or both, into all directions (2). 

3.2.2 emissive power —the rate of radiative energy emission 
per unit area from a surface (2). 

3.2.3 emissometer —an instrument used for measurement of 
emittance. 

3.2.4 Lambert's cosine law —the mathematical relation de¬ 
scribing the variation of emissive power from a diffuse surface 
as varying with the cosine of the angle measured away from the 
normal of the surface (2). 

3.2.5 normal emittance —the directional emittance perpen¬ 
dicular to the surface. 

3.2.6 radiative intensity —radiative energy passing through 
an area per unit solid angle, per unit of the area projected 
normal to the direction of passage, and per unit time (2). 

3.2.7 spectral —having a dependence on wavelength; radia¬ 
tion within a narrow region of wavelength (2). 

3.2.8 specular surface —mirrorlike in reflection behavior 

(2). 

3.3 Symbols: 

3.3.1 For standard symbols used in this test method, see 
Terminology C 168. Additional symbols are listed here: 

a = total absorptance, dimensionless 

a K = spectral absorptance, dimensionless 

e w = total emittance of the high-emittance calibration stan¬ 
dard, dimensionless 

e iow ~ l ota l emittance of the low-emittance calibration stan¬ 
dard, dimensionless 

G spcc ~ apparent total emittance of the test specimen, dimen¬ 
sionless 

e - apparent total emittance of the surface, dimensionless 
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Note 1—(a) Emissometer measuring head on high-emittance standard during calibration, showing heat sink and cable to readout device, (b) Bottom 
view of emissometer measuring head showing high- and low-emittance detector elements. The diameter of the emissometer measuring head is about 50 
mm and the detector elements are recessed about 3 mm into the measuring head. 

FIG. 1 Schematic of Emissometer 


e 1 - apparent total emittance of the surface 1, dimensionless 
e 2 = apparent total emittance of the surface 2, dimensionless 
e d = apparent total emittance of the surface of detector, 
dimensionless 

€ s = apparent total emittance of the surface of specimen, 
dimensionless 

e x = spectral emittance, dimensionless 
X = wavelength, pm 
p - total reflectance, dimensionless 
<t = Stefan-Boltzmann constant, 5.6696 X 10“ 8 W/m 2 K 4 
t = total transmittance, dimensionless 
A = area of surface, m 2 
k - proportionality constant, V-m 2 /W 
Grad = radiation heat transfer, W 
q rnd = radiative heat flux, W/m 2 
T 1 - temperature of the test surface, K 
T 2 = temperature of the radiant background, K 
T d - temperature of the detector, K 
T s = temperature of the surface of specimen, K 
V* = voltage output of the detector when stabilized on 
high-emittance calibration standard 

V low = voltage output of the detector when stabilized on 
low-emittance calibration standard 

Vgpec = voltage output of the detector when stabilized on test 
specimen 

4. Summary of Test Method 

4.1 This test method employs a differential thermopile 
emissometer for total hemispherical emittance measurements. 


The detector thermopiles are heated in order to provide the 
necessary temperature difference between the detector and the 
surface. 4 The differential thermopile consists of one thermopile 
that is covered with a black coating and one that is covered 
with a reflective coating. The instrument is calibrated using 
two standards, one with a high emittance and the other with a 
low emittance, which are placed on the flat surface of a heat 
sink (the stage) as shown in Fig. 1. A specimen of the test 
material is placed on the stage and its emittance is quantified by 
comparison to the emittances of the standards. The calibration 
shall be checked repeatedly during the test as prescribed in 7.2. 

5. Significance and Use 

5.1 Surface Emittance Testing : 

5.1.1 Thermal radiation heat transfer is reduced if the 
surface of a material has a low emittance. Since the controlling 
factor in the use of insulation is sometimes condensation 
control or personnel protection, it is important to note that a 
low emittance will also change the surface temperature of a 
material. One possible criterion in the selection of these 
materials is the question of the effect of aging on the surface 
emittance. If the initial low surface emittance of a material is 


4 The sole source of supply of emissometers known to the committee at this time 
is Devices & Services Co., 10024 Monroe Drive, Dallas, TX 75229. If you are 
aware of alternative suppliers, please provide this information to ASTM Headquar¬ 
ters. Your comments will receive careful consideration at a meeting of the 
responsible technical committee, which you may attend. 


761 

























not maintained during service, then the long-term value of the 
material is diminished. 

5.1.2 This test method provides a means for comparative 
periodic testing of low emittance surfaces in the field. In this 
way the effects of aging on the reflective properties can be 
monitored. 

5.1.3 This test method can be used to measure the total 
hemispherical emittance with a precision of better than ±0.02 
units, if some care is taken to avoid potential misapplications. 
(1) The emittances of the calibration standards shall have been 
obtained from accurate independent measurements of total 
hemispherical emittance. This test method shall not be used for 
specimens that are highly anisotropic or transparent to infrared 
radiation. This test method also shall not be used for specimens 
with significant thermal resistance (see 7.3.4). 

5.1.4 Once a reliable emittance measurement has been 
determined, the value can be applied to calculate radiative heat 
flow from the subject surface. For example, if the temperature 
of the surface, T u and the temperature of the surroundings, T 2 , 
are known, then the radiative heat flow, Q rad , is given by: 

Grad = A € a (T( 4 — r 2 4 ) (1) 

where A is the area of the surface, and either A is assumed to 
be much smaller than the area of the surroundings or the 
emittance of the surroundings is assumed to be unity. If 
desired, this radiative heat flow can be combined with convec¬ 
tive heat flow to calculate the total heat flow from the surface 
(a method which is sometimes appropriate is described in 
Practice C 680): 

6. Apparatus 

6.1 This test method applies only to emittance tests con¬ 
ducted by means of a heated, differential thermopile emissom¬ 
eter, such as that shown in Fig* 1. The following elements are 
used: 

6.1.1 Differential Thermopile Radiant Energy Detector— 
The differential thermopile consists of elements with high and 
low emittance that produce an output voltage proportional to 
the temperature difference caused by different amounts of 
thermal energy emitted and absorbed by each. The output 
voltage is proportional to the emittance of the surface that the 
detector faces. 

6.1.2 Controlled Heater —Within the emissometer measur¬ 
ing head that maintains the head at a temperature above that of 
the specimen or calibration standard. 

6.1.3 Readout Device —Typically a digital millivoltmeter, 
which sometimes includes a means of conditioning the ther¬ 
mopile output signal so that the emittance can be read directly. 

Note 1— The emissometer 4 has a direct readout of emittance, with a 
resolution of ±0.01 units. For the work described in Ref (1), the resolution 
was increased to ±0.001 units. 

6.1.4 Heat Sink Stage —A heat sink with a flat surface or 
stage upon which the reference standards and specimen are 
placed, and which provides a means of maintaining the 
standards and specimen at the same, stable temperature. 

6.1.5 Reference Standards —the manufacturer of the emis¬ 
someter 4 supplies two sets of reference standards, each set 
consisting of a polished stainless steel standard (emittance 


about 0.06) and a blackened standard (emittance about 0.9). 
The standards shall be traceable to measurements made using 
an absolute test method (for example, Test Method C 835). It is 
recommended that one set be used as working standards and 
the other set be put aside and used for periodic checks of the 
emittance of the working standards. The time period between 
checks of the working standards will depend upon the amount 
that the working standards are used. 

6.1.6 Sample of the Surface to be Tested , collected carefully 
so as to preserve the in-situ surface condition. A specimen 
slightly larger than the outer dimensions of the emissometer 
measuring head is carefully cut from the sample. 

7, Procedure 

7.1 Set-up —-A sample of the material to be tested shall be 
collected as near as possible to the time of the test, to control 
sample conditioning history. The emissometer shall be allowed 
to equilibrate until the calibrations remain stable, with no drift. 
For measurements in the field, the emissometer shall be set up 
as near as possible to the sample site. 

Note 2—For the emissometer 4 a warm-up time of 1 h has been found 
to be acceptable. 

7.2 Instrument Calibration : 

7.2.1 Place the high- and low-emittance standards on the 
heat sink. Thermal contact between the standards and the heat 
sink is improved by filling the air gaps between the standards 
and the heat sink with distilled water or other high conductance 
material. 

7.2.2 Place the emissometer measuring head over the high- 

emittance standard. Allow at least 90 s for the reading to 
stabilize. u.i ,.. 

7.2.2.1 If a standard millivoltmeter is used as the readout 
device, record the output voltage. 

1.222 If the emittance is read out directly, use the variable 
gain control on the readout device to adjust the readout to be 
equal to the emittance of the high-emittance standard. 

7.2.3 Place the emissometer measuring head over the low- 
emittance standard, and again allow at least 90 s for the reading 
to stabilize. 

7.2.3.1 If a standard millivoltmeter is used as the readout 
device, calculate the expected reading from the low-emittance 
standard by means of (Eq 2) (see Section 8)* Then adjust the 
offset trimmer on the emissometer until the readout value 
agrees with the calculated reading. 

1232 If the emittance is read out directly, use the offset 
trimmer control bn the emissometer to’ adjust the readout to be 
equal to the emittance of the low-emittance standard. 

7.2.4 Place the emissometer measuring head over the high- 
emittance standard again, and repeat the procedure in 7.2.1- 
7.2.3, until the measuring head can be moved from one 
standard to the other without requiring any adjustment to 
obtain the expected reading. 

7.3 Specimen Collection : 

7.3.1 Since many different kinds of materials can be tested 
by means of this technique, different specimen collection 
procedures might be required, depending on the nature of the 
material. In general, the procedure shall ensure minimum 
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alteration of the specimen surface. For example, if the emit- 
tance of a dust-covered specimen is desired, the dust shall not 
be removed. 

7.3.2 All contact with the specimen surface shall be 
avoided. Furthermore, the specimen surface shall not be 
exposed to a flow of gas or liquid that is not ordinarily present 
as installed. If power tools are used, care shall be taken to 
prevent disturbance of any surface deposit layer (dust, etc.) due 
to vibration. Handling and time lag before emittance measure¬ 
ment shall be minimized. 

7.3.3 The specimen shall be flat to within 0.25 mm over an 
area equal to that of the emissometer measuring head. 

7.3.4 The specimen thermal conductance (that is, thermal 
conductivity divided by specimen thickness) shall be greater 
than 1100 W/m 2 *K, corresponding to a thermal resistance of 
less than 0.00091 m 2 K/W. For example, if the specimen 
material is glass, with a thermal conductivity of about 1.0 
W/m-K, then the specimen thickness shall be less than 0.91 
mm. 

7.4 Measurement of Specimen Emittance —The procedure 
given in 7.4.1-7.4.4.2 shall be used to measure the emittance of 
the specimen of material. 

7.4.1 Recheck the emissometer calibration as per 7.2. 

7.4.2 Leave the high-emittance standard in place, but re¬ 
move the low-emittance standard from the heat sink and 
replace it with the specimen. For non-hygroscopic specimens, 
a few drops of distilled water or other high conductance 
material shall be used to improve the thermal contact between 
the specimen and the heat sink. Do not use water with 
hygroscopic specimens, such as paper. Allow at least 90 s for 
temperatures to stabilize. 

7.4.3 Place the emissometer measuring head over the high- 
emittance standard, and wait for the output reading to stabilize. 
If a standard millivoltmeter is used, record the output voltage 
reading. 

7.4.4 Place the emissometer measuring head over the speci¬ 
men, and wait for the output reading to stabilize. 

7.4.4.1 If the emittance is read out directly, record the value 
for the specimen. 

7.4.4.2 If a standard millivoltmeter is used, the emittance of 
the specimen shall be calculated using (Eq 3). 

8. Calculations 

8.1 The expected reading of low emittance standard (stan¬ 
dard millivoltmeter) is given by: 

^low = e iow k hi /e hi (2) 

8.2 The emittance of specimen (standard millivoltmeter) is 
given by: 

€ s P ee = Fspec X € hi /V hi (3) 

9. Report 

9.1 The report of the results of each test shall have all data 
reported in SI units, Report the following information: 

9.1.1 Name and any other pertinent identification of the 
material, including a physical description. 


9.1.2 Description of the specimen and its relationship to the 
sample, including a brief history of the specimen, if known. 

9.1.3 Thickness of the specimen as received and as tested. 

9.1.4 Temperature of the room in which the measurements 
were conducted, °C. 

9.1.5 Source and assigned emittance values of the calibra¬ 
tion standards. 

9.1.6 Measured values of emittance. Two measured values 
shall be reported to demonstrate repeatability of the particular 
instrument for the particular type of surface. 

9.1.7 Date of the test, and time periods involved in the test. 

9.1.8 Statement of compliance or, where circumstances or 
requirements preclude complete compliance with the proce¬ 
dures of the test, agreed exceptions. A suggested wording is: 
“This test conformed with all requirements of ASTM C 1371 
with the exception of (a complete list of exceptions follows).” 

9.1.9 Estimated or calculated uncertainty in reported values. 


10.1 Interlaboratory Test Program —An informal interlabo¬ 
ratory comparison was conducted during 1988 and 1989 (1). 
Specimens of Type 304L stainless steel (e ~ 0.12) and 
electrolytic tough pitch copper (e ~ 0.04) were specially 
prepared. 

10.1.1 Test determinations were made on one specimen of 
each material at one laboratory on 23 different days spanning 
a time period of about one year. On each day, two test 
determinations were made by a single operator on each 
specimen, for a total of 46 test results per material. Another 
specimen of each material was prepared. A single operator at 
the same laboratory made two test determinations on each 
specimen on one day. A single operator at another laboratory 
made two test determinations on each specimen on one day and 
four test determinations on each specimen three days later. Yet 
another specimen of each material was prepared. A single 
operator at the first laboratory made two test determinations on 
each specimen on one day. A single operator at a third 
laboratory made four test determinations on each specimen on 
one day. These data were analyzed by the methods given in 
Practice E 691 to determine repeatability and reproducibility 
limits. The fact that many of the test determinations were made 
over an extended period of time was ignored in this analysis. 

10.1.2 Additional specimens of stainless steel and copper 
were prepared. Each specimen was measured at the first 
laboratory using an emissometer. The first laboratory also 
measured the total hemispherical emittance of a specimen of 
stainless steel using Test Method C 835. Three other laborato¬ 
ries used absolute techniques to determine the total hemispheri¬ 
cal emittance of each of the materials. The techniques were a 
calorimeter, a reflectometer, and an infrared thermometer. 

10.2 Test Result —Each separate test determination from the 
three laboratories was treated as a test result, for a total of 60 
test results per material. 

10.3 Precision —The numerical values are in dimensionless 
emittance units. Repeatability limit and reproducibility limit 
are used as specified in Practice E 177. The respective standard 
deviations among test results is obtained by dividing the above 
limit values by 2.8. 


10. Precision and Bias 
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Stainless Steel 
0.011 ^nits, ‘f 

0.015 units 


'’Copper 
0.015 units 

0.019 unite 


95 % repeatability Iimit (within lab¬ 
oratory) 

95 % reproducibility limit (between 1 
laboratories) ,:>• ui jV- i V- nyyy ; • ■'/ 

10.4 Bias —Statistical analyses were performed on the re¬ 
sults ’of paired measurements by the emissometer and the 
absolute techniques. Separate analyses were performed for the 1 
sfaihless steel and copper specimehs. The analyses showed ho 


*5 % significance level) 
between the, average values obtained with the emissometer, and 
the absolute techniques. It is concluded that there is no 
statistically significant bias in this test method. 

11. Keywords 

11.1 emissometer; emittance; portable 


APPENDIX 

(Nonmandatory Information) 

XI. HEMISPHERICAL EMITTANCE MEASUREMENTS 


XI. 1 Because of the application to aging of reflective 
insulations, there is considerable interest in employing this test 
method for measurements of hemispherical emittance. This 
appendix details the pros 'and Cons of using the test method to 
quantify hemispherical ettilttancev ^ • - 

XI. 1.1 This test method is different from either of two other 
techniques (Test Method C835 arid Test-Method E408) for 
measurement of hemispherical emittance, Instruments for mea¬ 
suring hemispherical emittance typically comprise an enclosed 
highly reflective envelope, the only absorbing/emitting Sur¬ 
faces being the speciinen and tfle detector or flux source, or 
bothl Alternatively, the specimen is heated,^ ahd thu total flu^ 
through the specimen is measured. The manufacturer of the 
oneinstrument known to corifortn to this test method intended 
for theif instrument to measure the total hemispherical emit¬ 
tance, but because of the directional properties of many real 
surfaces (especially metals), the property that is measured' is 
somewhere between 'the hemispherical and normal emittance 
values ;"' 7 . ^ : 

xO.2 Note that the detector plane is parallel to the plane of 
the specimen?in Fig. XI. i. For the instrument of this test 
method, the source of emitted thermal energy is the exposed 
surfape of # the detector itself, and the heat flow/is from the 
detector surface to the specimen surface. Since the absolute 
temperature of the detector is known and the heat flow is 
measured—and since the instrument is calibrated against 
stahdards of known emittance, at the same tethperature a^ a test 
specimeh—the eimttafice of the tesf 'spdcimen can be solved 
frofn: ;‘ n '' ‘ 

<xB > 

where h is a proportionality constant. 

Xlvl.3 The-arrangementof htjie detector is such that) fits 
voltage response is m. function of its own, diffuse radiation of 
heat energy (4), and that the emitted radiation is attenuatediby 
the energy reflected from the specimen surface AVer a detector 
exposure; angle of about 168^169° (i± about 84° from normal)., 
This isfillustratedfin Fig. Xl.l. ^ ui r fr u • 
vXl.1,4 Fig:,?X1.2(a) shows the directional emittance of 
some smooth metal surfaces, while Fig. XL2(b), Showsna 
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FIG. XI .1 Cross-section of Emissometer Measuring Head, 
ShbWihg Plane Angie SUbtehdefd by detector ElCineht 
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similar plot for some dielectric materials (5). N6te that for 
aluminum, the emittance is about 0.04 for angles Of 0 to about 
38° frOfii norhialrEof angles gf&tter thau ^ G 'ffomUornial, the 
emittance increases*,Teaching about 0.14 J df an arigfe* of %6ut 
83° from normal. The average of the integral of this curye (the 
hemispherical emittance) appears to be about 0.05^—^"differ¬ 
ence of almost 42?^; from thO^normabeMttanpei This Ihigh 
degree of sensitivity to direction?isignifieS ithei e^istefice Of a 
large specular component to the reflectance of such a surface 
(there will be some diffuse emittance/reflectance, as well). 

X1.1.5 For, aluminum oxide, the directional emittance is 
about 0.82 at the normal angle, fiisfes to a peak of prpbably 
about 0.83 at 45° from normal, and then declines to around 
0.74 at an angle of around 85° froin normal. The hemispherical 
emittance would appear to be around 0.813—a difference from 
the normal emittance of only 2 %. This nearly constan| 
distribution is a good example of a material which is; iffainly 
diffuSe^:.(thatJiSi'itrobeysiEambert’s cosine law)^? u -.nY Ld 

Xl.1.6 Since the deteetdf/heat?sourceIplanefis all heated:apd 
parallel toi theispecimen plane (and*since the specimen tem¬ 
perature is uniform), theiracfiation tomitted by- the, detector will 
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Note 1 — (a) Electrical conductors, (b) electrical nonconductors (6). 

FIG. XI .2 Directional Emittance of Selected Materials 


primarily be normal to the specimen. Because the detector 
surface coating is highly diffuse, however, some of the radia¬ 
tion leaving the detector area will reach the unheated wall of 
the emissometer measuring head. Because the inner surface of 
this wall is also dull and diffuse, most of this direct irradiation 
from the detector will be absorbed by the wall, effecting a bias 
error. The calibration process will tend to eliminate this error, 
as this bias will be the same for both the calibration standards 
and the test specimens. 

XL 1.7 The next step is to consider what happens to the 
radiant energy that strikes the specimen surface. The general 
radiant energy balance equation illustrates that for any test 


surface of emittance less than 1.0, a fraction of the energy 
radiated from the detector will be reflected from the specimen 
surface. 

a + p + t = 1 (XI.2) 

where: 

a = absorptance, 
p = reflectance, and 
t = transmittance. 

For simplification, by considering only those materials 
which are opaque to infrared radiation (t = 0), the energy 
balance reduces to: 
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a + p = 1 (XI.3) 

so that only the energy absorbed by the specimen and the 
energy reflected by the specimen need to be considered for a 
full accounting of the energy emitted by the detector* Further¬ 
more, Kirchoff’s Radiation Law states that, at thermal equilib¬ 
rium: 

a \ = e \ > : . (XI .4) 

so that the fraction of the radiant energy absorbed by the 
specimen (compared to the energy that could be absorbed by a 
blackbody at the same temperature) is equal to the emittance of 
the specimen at these conditions. 

XL 1.8 The detector cannot differentiate the amount of 
energy absorbed by the specimen from the total energy emitted 
by the detector. In fact, it is the total energy emitted by the 
detector that is evaluated to determine the emittance (absorp- 
tance) of the specimen. Basically, this works because the 
reflected energy from the specimen returns to the detector and 
is reabsorbed, so that the total detector radiated energy is 
reduced to the value necessary to calculate the correct speci¬ 
men emittance. It can be easily seen that if some mechanism 
causes part of the reflected energy not to be returned to the 
detector, an error would result. A study of the radiant heat 
transfers in the instrument would reveal what conditions (if 
any) might cause such an error, f'f / \ \ 'r‘ ’ 

Xl.1.9 Assuming a detector temperature of 355.4 K (180°F) 
and a specimen temperature of 295.4 K (72°F), (Eq 1) 
indicates: / 4 .. , 

q rad = 5.6696 XLT* X (355;4 4 - 295,4 4 ) =f 472.8 W/m 2 \ 

j / (XI.5) 

i ' \ 'i ' '•••' ■’ • r 

iU ' . ' ■ ' . 

for blackbody exchange between the two surfaces. If the 
specimen emittance is actually 0.90, only 90 % of this energy 
will actually be absorbed; the remainder will be reflected from 
the specimen. Therefore, 0.90 X 472.8 - 425.5 W/m 2 (6) will 
be absorbed, and 472.8 - 425.5 = 47.3 W/m 2 (7) will be re¬ 
flected. If the specimen is perfectly speculate all this energy 
will be reflected back into the detecfdii 1 bffdcting a 10 % 
reduction in the total heat flow through the thermopile (90° 
incident radiation will be reflected at 90°). 

XLI.IC) On the* other hand; if the specimen 1&More a diftitse 
Crifitter/reflebtorj kbind of the energy which is reflected’ff6m 
that part of the specimen surface directly beneath the detectdr 
Will be reflected away from the -detector. At first, this might 
seem to present a potential source of error. However, the 
diameter of the specimen is much larger than the diameter of 
the detector, and the detector is imbedded flush in the center of 
a plane which is also heated, and which has the same emittance 
as the detector itself. This arrangement serygs somewhat as a 
“guard 55 for thp .detectoiy such that reflected energy lost due to 
the , diffuseness of the specimen surface, immediately beneath 
the detector is compensated for by the diffuse component of 


reflected energy from the outer portion of the specimen surface 
(the source of this energy being the heated guard area around 
the detector)., y \ \ 

XLl.il For the case where the instrument is calibrated 
using specular standards (those normally supplied) but where 
the specimen is diffuse, because energy reflected from the 
standards will mainly be reflected back directly onto the 
detector plane, there will be little bias error intrinsic to the 
calibration. If the instrument is Calibrated to the normal 
emittanqe of the standards, very. little measurement error will 
occur for normal emittance measurements on the test speci¬ 
men, since any energy loss due to diffuse reflection from the 
surface immediately under the detector will be compensated 
for by the energy reflected diffusely from the annular area 
immediately surrounding. On the other hand, if the instrument 
is calibrated to the hemispherical emittance value of the 
specular standards, it still measures only a portion of the energy 
which relates more to hemispherical emittance from the 
detector, attenuated by reflectance from the specimen over a 
169° exposure. If there is significant reflectance or emittance 
from the standards in the region 85-90° from normal (from 
. Fig. XL2(a)), we see that this apparently occurs with some 
shiny metals), then calibration to the known hemispherical 
emittance values ; of the standards will be accomplished by 
correcting the ihstiffmeht to account for lost hemispherical 
energy, If the instrument i$ then used to measure the emittance 
of a diffuse specimen, the reflected energy actually returning to 
the detector will , he somewhat higher than expected, and the 
i output of the instrument will contain a low bias error. This error 
might occurdri, aged aluminum reflective insulations or jack¬ 
eting or on diffuse reflective paints arid coatings, wherein the 
; existing heihisphericat emittaftee might be measured as a value 
f' below;; the^ trup hemispherical emittance., 

XL LI2 An even greater eixor might occur with either 
specular or diffuse standards if. the specimen is directionally 
specular, that is, if the sample emits or reflects non-diffusely, or 
both, but at some angle far from normal to the surface as is 
exhibited by some machined surfaces. This has been confirmed 
by the results of one test conducted on a stainless steel disk that 
was grooved and polished on one side and smooth but not 
highly polished on the other side. The smooth, not highly 
polished side of the disk was resolved at about e = 0.16 by 
three laboratories, while the grooved-and-polished side read 
about € = 0.46. The detector could only “see 55 the grooved side 
^s ' ri higher : eMti’ahc^ bbfcatise ^hd 5 ideteritof rfebeiVed x a loWdf 
fdfllecled' energy ^fforii’ tftWgrooved sidd of the specimen—flip 
stieBitfferitfefleritMffhd tietBctbr 1 ^s J eniitt^d-ehefgjf away, toward 1 
the' wairs; A'tfue henfispheficdl device 5 would have’fecaptrired 
this* energy arid rddffected it to the detector to cdrfectly 
attenuate the< heaf flow tatid the detector output voltage (this 
effeet Can be seeri mathematically in (Eq 1)); The correct 
hemispherical emittance would then have been resolved at 
approximately 1.23 X 0.16 ~ 0.20 (1) (maximum, since the 
smooth back, surface was. not polished). (Note that the 0.46 
value was probably close to the correct normal emittance fpr 
this specimen*) . .. . . , : 
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